COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY 737 NORTH 5TH STREET
A Nationally Aceredited Laboratory RECHMOND, VIRGINIA 23219
(804) 786-6071

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR 11
SERIAL NUMBER: 010610

DATE CERTIFICATION METHOD June 16, 2015
PERFORMED:

DATE RECERTIFICATION DUE: December 13, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020 £ 0.004 g/210 L 0.150 £ 0.008 g/210 L
0.080 £ 0.004 /210 L 0.250 £ 0.008 g/210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

Timmy L. Neece, Jr.

Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

The for gomg was acknowledged before me this ‘ (Sw‘ day of
by Timmy L. Neece, Jr.

Cmra N Boxley
Ciera N. Boxiey, Notary Public " Notary Public - 1D 7364173

Commonwealth of VA
My Com. Exps. 08|31 2014

My commission expires:August 31, 2018




Department of Forensic Science

2.

Breath Alcohol Section
Instrument Maintenance History
6/16/2014 To 6/16/2015
Instrument Serial Number: 010610 As of 16-Jun-15
Maintenance Certification Technician
Date Date Initials Remarks
16-Jun-15 16-Jun-15  TLN (25387) CERTIFIED.
14-Jan-15 06-Jan-15  DBH (21250) REPLACED UPS BACK-UP BATTERY.
06-Jan-15 06-Jan-15  TLN (25387) CERTIFIED.
07-Jul-14 07-Jul-14  MMB (26417) REPLACED AND TESTED FUEL CELL MODULE. CALIBRATED

AND CERTIFIED.
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INTOX EC/IR I

Instrument Serial Number

Location

Address

DFS Technician

W Laboratory

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG)

Reference Barometer(RB)Serial #

Measurement Assurance Check

Qualitxf\_srg_;yrance Worksheet

Worksheet Start Date

License No.

{ On-Site

i

Reference Barometer (mm HG)

RB Calibration Due

Standard (sea ievel) PA Target maximurn Sample 1 0.297
0.300 0.298 0.306 Sample 2 0.297
Precision sample min sample max Sample 3 0.297
0 0.297
Standard (sea level) PA Target maximum Sample 1 0.0988
0.100 0.099 0.102 Sample 2 0.098
Precision sample min sample max Sample 3 0.098
0 0.098
Dry gas standard Lot No. (with tank no.) AG320502-
™ Replaced dry gas standard (+O-ring) Supplies
Mouthpieces
[ Installed at Location Certificates of Analysis
Operator Worksheet
I Remowed to DFS-Central Other:

Notes:

intox EC/IR || QA Worksheet

Issued by Calibration and Training Program Manager

Issue Date: 9-December-2013

DFS Docurnent 250-F113
Revision 7
Page 1 of 2



Instrument Serial Number 010610 Certification Date

™ Calibrated v Certified ¥ Measurement Assurance Check

¥ Instrument Test
{Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum

0.250 0.248 0.240 0.255

Precision sample min sample max

0.001 0.246 0.247
Standard (sea level) PA Target minimum maximum

0.150 0.149 0.144 0.153

Precision sample min sample max

0 0.148 0.148
Standard (sea level) PA Target minimum maximum

0.080 0.079 0.076 0.082

Precision sample min sample max

0 0.079 0.079
Standard (sea level) PA Target minimum maximum

0.020 0.020 0.017 0.023

Precision sample min sample max

0 0.019 0.019

All measurements are in g/210L

- 6/16/2015

™ Troubleshoeting/Maintenance Worksheet Completed

Sample 1 0.247
Sample 2 0.246
Sample 3 0.246
Sample 1 0.148
Sample 2 0.148
Sample 3 0.148
Sampie 1 0.079
Sample 2 0.079
Sample 3 0.079
Sample 1 0.019
Sample 2 0.019
Sample 3 0.019

Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

7/4/ o Date

DFS Technician

/S5

Issuing Analyst

/
. 7‘// / Date

£/16/15

gm‘{“‘%

Intox EC/IR 11 QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: 9-December-2013

DES Document 250-F113

Revision 7
Page 2 of 2



intox BC/LR—-ii: Certirication

vepartment Or Forensic sScilence
sSerial Number: ivelu Test Number: LidU¥
Test pate: UbsLlb/£ULD vestT Yime: U¥r45 HOY

Technician initiais: YL
bry vas Target: 0,748
Lot Numbex: USgILZ5014-02 BXp bate: vb/U5/2Ul7
fank Pressure: 678 psi Barometric Pressure: /54 mmHg
system Check: ~rassed

Test g/sZiU0L rime
DIAG Pass U8:4db
BLK g.000 94y
CHK U.24% U948
BLK u.0u0 09:49
CHK 0.4240 ug:su
BLEK U.uou Uy:bli
CHE U.Z4b uvinlt
BLK J.o0u Ug:nsi
Success

standard Value (at sea levelj): U.ZbU a7 Z4L1uls

certirication status: continued



intox BU/1R-11i: Cerclilication

Department or Forensic science
Serial Number: vilelild 'est Numbexr: fdiU
Test bate: Us/ le/201i5 Yest ‘Lime: LuUrig EUT

Technician lniTials: LN
Dry Gas ‘larget: ..L4Y
Lot Number: lolidibuli-us BwXp vate: v//uS/ UL
Tank Pressure: J¥9Y psi Barometrlc vressure:!: /o4 mmHg
system Check: frassed

TestT g/2LUL Time

DIAG Pass Lol Z
BLK g.0uy 1UsLls
CHK U.l4as 10:13
BLK u.uug 1g:15
CHK U.L148 1015
BLK ¢.000 Loz Ly
CHK g.148 1oy
BLK 0.000 10:1Ly

3uccess

Standard value (at sea level): 0.L5V g/21uUL

Certitication Status: Continued

Tl



intox ®BC/iR~11: Cextification

Department of Forensic sclence
Serial Number: Cioeiv Test Number: [f8il
Test Date: Uo/ le/ /2015 Test Time: LU:L5 BELY

Technician initials: LN
bry as 'arget: v, u/9y
Lot Number: iecild08uis-U’ Exp vate: U/ U/ LULD
‘ank Pressure: 30. psi Barometric Pressure: /o4 NmMAg
system Check: rassed

Test g/ ZLU00L Time
D1AG Pass Luigd
BLEK U.ouu lu:se
CHK .U’y ENV ]
BLK 0.0u0 luzis
CHK u.079 iu:2y
BLK V.00V 130U
CHK 0.07%9 iv:3d
BLEK 0.000 1032
suceess

Standard Value (at sea level}: U0.U80 g/24iuL

Certification status: Continued

TES



intox BC/iRk-ii: Certification

Department of Forensic Science
Serial Number: 0.i06ivu Test Number: L8.i7
Test Date: Ue/le 2015 Test ‘Pime: LU:F7 EOT

Pegnnician initials: 1Lo4
Dry Gas ‘farget: .Uy
Lot Number: Jl6ild0201i-01 Exp Date: U/ Ub/ 216
Tank Pressure: 414 psi Harometric Pressure: />4 mmHg
system Check: rassed

fest g/41i0L ‘I'ime
DI1IAG rass lus sy
BLK U.yuuy lusss
CHK O.ULY 10:3y
BLK ¢g.u0u IRUHEY
CHK V.Ul lus4dl
BLK U.uuy Lutas
CHK U.ULly lyr4s
BLK U.0uu lu:4d4
success

Standard Value (at sea level): U.UZU gysZ1lubL

certitication sStatus: Success

Tt/
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intox BC/iIR-lLi: Accuracy neck

bepartment or rorensic sclence
Serial Number: vivelu test Number: JLld.J
Test Date: Ub/Lb/2UL5 Fest Yime: LUr5i gLY
Dxry Gas ‘target: U.J58
Lot Number: AusUbSUi-Us wmXp Date: U3 Ub/ZULY
Tank Pressure: Jio psi Barometric Pressure: 754 mmAg
dystem Check: PFPassed

Test g/210L ime

BLK U.uuu iuz:hz
CHK 0.297 10:53
BLK U.000 L(:54
CHK U.297 10:54
BLK u.o0uo iu:ne
CHK U.297 1057

Test Status: Success

Calibration CRC: Z86C/lE4B



Intox HC/IR-11:

Atcuracy chneck

Department or Forensic Scilence
f'est Number: Lisid

Serial Number:

Test Date:

Lot Numbper:
Tank Pressure:

Uivbivu

vesle /2005
Dry Gas larget: U.uyd
AGIZUnUZ—14
Barometric Pressure: /54 mmHg

bHp psi

system Check:

Test
BLK
CHK
BLK
CHK
BLK
CHK

g/<£10
U.uuuy
U.uyg
U.0u0
U.u948
0.0uu
0.0948

Test Status:

Test Pime:
EXp vate:
rassed

L Time
LUy
Lisiu
idi:id
itz
Li:is
ii:i4

Success

Calibration CRC: Z286C2H48

LLrUE BLE

Ui L4,/ 201t

Th/



INSTRUMENT , Tks?l,

NEECKE,JR., TIMMY,

25387

010610

i

N =}

DFS Centrail

10/01/2016 Oe/le/2015

Lab

Ub/Lb/£Ul>

Tln



IntoxNet MIS Report

Report Generated 16 Jun 2015 at 11:43

Test Results

TloS

( Instrument Serial Number 010610

Test# 001815 Subject Test
Test Location 1  Department of Test Location 2 Forensic Science
Test Date 16 Jun 2015 Test Time
Remote/Local

Operator's L.ast Name NEECE.JR.
Agency DFS Central Lab
Card Serial Number 125387
Subject’s Last Name INSTRUMENT
Subject's Middle Initial
Driver's License Number
Driver's License State

QOperator's First Name

Effective Date

End Date 16 Jun 2015 End Time 11:28 Result Time
Data Type DIAG Sample Value
Data Type BLK Sample Value
Data Type CHK Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value

Standard Type Dry Gas Sid
Standard Lot Number AG320502-14
Tank Pressure 546
Blow Sample Number 1 Blow Duration 3.43 sec
Blow Sample Number 2 Blow Duration 3.94 sec
Tamper Evident Stamp  f885b572
Test Status Success

Subject's Date of Birth  00/00/0000

Test Location 3

11:20 System Check Passed
Local
TIMMY Operator's Middle Initial L
License Number 25387
10/01/2014 Expiration Date  10/0%/2016

Subject's First Name TEST
Subject's Sex Male

Driver's License Expiration  00/00/3000
Court Name DF3
1:26 Result Date 16 Jun 2015 Resuit 0.00
Pass Sample Time 11:20
0.000 Sample Time 11:21
0.098 Sample Time 11:22
0.000 Sample Time 11:23
0.000 Sample Time 11:24
0.000 Sample Time 11:25
0.000 Sample Time 11:26
0.000 Sample Time 11:27
Standard Value 0.099
Standard Expiration Date  07/24/2015

Barometric Pressure 754 mmHg
Biow Volume 1674 cc End-of-Blow Time
Biow Volume 1868 cc End-of-Blow Time
Test Status Code 0

11:24
11:26
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